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The concept of this project was to develop a s«ni conductor vacuum chonical 
vapor deposition facility which was totally automated. Wafers wcxild arrive 
at the facility on an air track, be autranatically loaded into a furnace tid>e, 
processed, returned to the track, and sent on to the next operation. 

Tlte entire process was to be controlled by a ccmpiter. Installation took 
place at IMSA, ^SFC, Ikmtsville, Alabama. NASA supplied one 2-stack furnace 
and the facility. Tylan supplied the remainder of the systan and supervised 
installation and checkout at Huntsville. It was desired to demonstrate the 
following VCVD pi-ocesses: 


1. Polycrystalline silicon deposition. 

2. Silicon nitride deposition. 

3. Silicon dioxide deposition. 

4. Doped silicon dioxide deposition and uhdoped deposition. 

The major innovations desired in this procurement were the following: 

1. A process controller specifically designed. for saniconductor 
processing. 

2. An automatic loading system to accept wafers from an air track, 
insert them into a quartz carrier, then place the carrier on a 
paddle for insertion into the furnace. 

‘3. Automatic unloading of the wafers back on the air track. 

4. Phosporous and boron-doped oxide depositions. 

With the submittal of this report, all itans of the Scope of Work have « 
been ccmpleted with the exception of boron-doped silicon dioxide deposition. 

This contract was a companion program of an autanatic diffusion facility 
vhich Tylan also undertook to develop. The twin projects ran into many 
pr^lems and mutual conflicts, particularly in respect to overlapping install- 
ation and start-up. In addition, there were facility problans at N^A which 
precluded making production- type runs. As a result of these various difficulties 
there is no ^qperience at the time of this writing on the productivity of the 
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I. System Overview (continued) 

However, enough data has been gathered to suggest several iaprovonents in future 
systoBs: 

1. The Mwiitrol process c<mtroller is a first generation real-time control- 
ler for semiconductor processing. It has several skirtcomings which 
have been identified- -particularly in flexibility and capacity. A 
second generation system, called the Tycc»n 900, has been subsequently 
designed and pit into production. It is proving to be superior to 

the Monitrol, overcoming all known problons in the MSFC installation. 

It should be used in the future. 

2. A major problan encountered in the subject facility was the technique 
of rotating the quartz carrier- 90° and laying it on the paddle. This 
was acccwplished by a si^arate microprocessor control vhich worked 
from limit switch iiputs. Although it vrorked within specified limits, 
the design was awkward, involved many parts and may require maintenance. 
This function can be better regulated by the new generation Tycan 900. 

3. The air track occasionally allowed wafers to "hang up". The adjustment 
to keep this from happening is rather cirtical. It is believed that 
this problan can be overcome with a modest development program. 

II. Operation 

The overall VCVD facility consisted of the following: 

1. One existing two- stack thermco diffusion furnace. 

2. A special load station incorporating a wafer track and buffer tee. 

3. An automatic wafer boat elevation systan. 

4. TVo automatic boat insertion systems. 

5. A caiputer-based process controller. 

6. A source cabinet for the two gas blending systans. 

7. Two vacuun systans. 

8. Expendable materials- -quartz, silicon carbide, etc.. 

Wafers arrive at the load station on a wafer track aixi are tenporarily stored 
in a buffer- tee until required for loading into the furnace. IVhai a furnace 
is ready, the wafers are sent along the track to a load station where a vertically- 
oriented quartz carrier holding 25 wafers is located. The wafers are loaded into 
tlie carrier which is then lifted by an autcmjatic "claw" mechanism above the 
furnace to be used. Next, the silicon carbide paddle is retracted fron the 
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II. Operation (continued) 

furnace under the suspo:uied carrier. At the proper time, the carrier is lowered 
onto the retracting paddle as the paddle retracts until it is lying horizontally 
on the pa^le. The elm opens aiKi retracts upward. The paddle goes into the fur- 
nace, carrying the wafer b^t and its load of 25 v»fers, thoi the process begins. 

The control of all functions except the lowering of the wafer carrier on the 
paddle is accosplished by the Monitrol Process Controller. Carrier loading is 
directed by a separate micrq>rocessor -based controller. Receipes for varicxis 
processes are stored in the Monitrol. This unit contains a DEC TOP- 8 minicon|Xiter . 
It has conplete manual backup of all functions as well as visual indication of 
operaiirg state. It may be interfaced with an iq)streairi om^ter for managanent 
data presentation. 

III. Doomientation 


Tylan has sulsnitted all the required doomientation to iterate the system. 
Attached is a conplete drawing list for reference. Also attached is a photograph 
of the equipment. 
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NAS 8-31617 

AUTO VACUUM CHEMICAL VAPOR DEPOSITION SYSTEM 

DPS-1013 


3881-010 

3881-022 

3881-023 

3881-024 

3881-025 

3881-026 

3881-027 

3881-028 

388i-029 

3881-030 

3881-031 


INSTALLATION DWG. E 

WIRING SCHEMATIC, E.E. BOX E 

WIRING SCHEMATIC, HOR. BOAT PUSHER C 

WIRING SCHEMATIC, POSITION SW. HOR. C 
SCHEMATIC, BOAT PUSHER, SPEED CONTROL D 
WIRING SCHEMATIC, VERTICAL DRIVE D 

WIRING SCH., POLY Sl/SILICON NITRIDE E 

8 DOPED OXIDE 

WIRING SCH., MONITROL MANUAL CONTROL D 
PANEL 

WIRING SCHEMATIC, VACUUM MODULE D 

SCHEMATIC, INPUT BOARD E 

SCHEMATIC, OUTPUT BOARD E 


2- shts 8 -23-76 

5 -19-77 
10-18-76 
10-18-76 
10-18-76 
10-18-76 
5 - 6-77 

5 - 6-7.7 

5 -19-77 

3- shts 5 -19-77 

3-shts 5 -19-77 


3881-101 LOAD STATION 

3881-102 GUIDE, VERTICAL, WAFER BOAT 

3881-103 GUIDE BLOCK, FRONT 

3881-104 PAD, VERTICAL GUIDE 

3881-105 PLATE, MOUNTING, BEARING HOUSING 

3881-106 ARM, EXTENDING 

3881-108 COVER, VERTICAL DRIVE 

3881-109 ACCESS DOOR 

3881-113 ADAPTER, SEALING PLATE 

3881-114 BRACKET, INTERFACE 

3881-117 BASE PLATE, AIR TRACK 

3881-118 CLIP, FLANGE SUPPORT 

3881-119 SUPPORT, VACUUM LINE 

3881-121 BASE, VACUUM MODULE 

3881-122 TEE, MODIFIED 

5881-123 ADAPTER, VACUUM EXHAUST 

3881-124 ADAPTER, PUMP TO GATE VALVE 

3881-125 END PLATE, VACUUM MODULE 

3881-126 SUPPORT, END PLATE 

3881-127 VACUUM LINE, PUMP END 

3881-128 VACUUM LINE, PROCESS TUBE END 

3881-129 PANEL, MONITROL CABINET 

3881-130 PANEL, FURNACE 

3881-131 GUIDE, VERTICAL DRIVE 

3881-132 COVER, HORIZONTAL DRIVE 

3881-133 PANEL, GAS PANEL COVER 

3881-134 TOP, GAS PANEL COVER 

3881-135 BOTTOM, GAS PANEL COVER 

3881-136 SIDE, GAS PANEL COVER 

3881-137 END FITTING, VERTICAL DRIVE CABLE 

3881-138 ADAPTER HOSE, VACUUM FLANGE 


E 

D 

B 

B 

C 

B 

D 

C 

C 

C 

D 

C 

C 

D 

C 

C 

C 

D 

C 

C 

C 

C 

C 

C 

C 

D 

C 

C 

C 

C 

C 


8 -24-76 
8 -13-76 
8 -13-76 
8 -13-76 
8 -13-76 

8 -13-76 

9 -13-76 
8 -25-76 

8 -13-76 

9 -23-76 

8 -13-76 

9 - 7-76 
9 -10-76 
9 - 7-76 
9 - 1-76 
9 - 7-76 
9 - 1-76 
9 -23-76 
9 -23-76 
9 - 7-76 
9 - 7-76 
9 -10-76 
9 -23-76 
9 - 7-76 
9 -13-76 
9 -23-76 
9 -23-76 
9 -23-76 
9 -23-76 
10- 7-76 
10-20-76 
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SEQUENCE OF OPERATION OF THE AUTOMATIC 
LOADING STATION 


A. LOADING SEQUENCE 

1. Push BT RQST (X). 

2. Horizontal B.P. (X) starts to pull and hits the out L.S. (S), B.P. 
(X) stops. 

3. Claw opens, tl.e vertical B.i starts to ccine down. 

4. It hits the vertical L.S. (X). The position L.S. on the claw is 
activated, the vertical B.P. stops. 

5. Claw closes and the vertical B.P. starts going up with the boat, 

6. Position L.S. is deactivated and horizontal B.P. (X) starts to 
push until the position L.S. is activated again, then it stops. 
The vertical B.P. is moving up all the time and the operation 
r^ats until the horizontal B.P. hits the center L.S. (X). 

7. The vertical B.P. goes up in a faster pace and the horizontal 
B.P. (X) continues to push in. 

8. Tte vertical B.P. hits the uppper L.S. and stops. 

9. The horizontal B.P. (X) hits the in L.S. (X) and stops. 

10. The vertical B.P. starts ccmting down. 

11. It hits the B.T. limit switch and slows down. 

12. It places the boat in the B.T. and the boat handle activates the 
position L.S. on the claw. 

13. The claw opens and the carriage starts to go doivn with the boat. 

14. The carriage stops at the bottom of the B.T. 

15. The other B.T. starts to send wafers. 

16. The wafer is caught in the boat and the carriage indexes iq;) one 
slot. 

17. The operation repeats until all wafers are received. 
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18. The carriage moves to the upmost position. 

19. The claw closes and picks up the boat. 

20. The vertical B.P. starts to go up until it hits the upper L.S. and 
stops. 

21. The horizontal B.P. (X) starts to j«ill out. 

22. It hits the middle L.S. (X) and stops. 

23. The vertical B.P. starts to ccxne down slow. 

24. It places the boat onto the paddle and stops vdien the position L.S. 
on the claw is activated. 

25. The horizontal B.P. (X) starts to pull out very slowly. 

26. When the position L.S. deactivates, the vertical B.P. starts to 
drop again. 

27. Operation repeats until either: 

a) The horizontal B.P. (X) hits the out L.S. (X) and stops. 

The vertical B.P. continues to come down until it hits 
either the position L.S. or the vertical L.S. (X) and 
stops . 

b) The vertical B.P. hits the vertical L.S. (X) and stops 
The horizontal B.P. (X) stops at the same time. 

28. Claw opens up and the vertical B.P. goes up to the top limit position. 

29. The horizontal B.P. (X) starts to push in with the boat until it hits 

the in L.S. (X). 

B. UNLOADING SHQUENCE 

1. Push PCS END (X) . 

2. Same as A-2, 3, 4, 5, 6, 7, 8, 9, 10, 11, 12 and 13. 

3. When the air sensor senses the wafer, the carriage stops and sends 

out a wafe,^. 

4. The operation repeats until all the wafers are sent. 

5-. Same, as A-14. 

6. Same as A- 18, 19, 20, 21, 22, 23, 24, 25, 26, 27, 28 and 29. 
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NAS 8-31617 AUTO VACUUM CHEMICAL VAPOR DEPOSITION SYSTEM DPS-1013 
(continued) 


3881-139 

COVER, VACUUM FLANGE 

C 

11- 4-76 

3881-140 

MOUNTING BLOCK, VACUUM FLANGE COVER 

B 

10-29-76 

3881-141 

CABLE ASSEMBLY, BUFFER T 

C 

10-26-76 

3881-142 

FREQUENCY DIVIDER BOARD 

B 

11- 1-76 

3881-143 

FRONT PANEL, ELECTRICAL BOX 

C 

11- 1-76 

3881-144 

BRACKET, LAMP 

C 

11-10-76 

3881-145 

ADAPTER, VACUUM PUMP PURGE 

B 

11-17-76 

3881-146 

EXHAUST ADAPTER, GAS PANEL 

B 

3 -14-77 

3881-151 

MONITROL CABINET ASSEMBLY 

E 

10-19-76 

3881-152 

PANEL, CONNECTOR 

C 

10-19-76 

388i-201 

PLUMBING SCHEMATIC, DPS-1013 

E 

9 - 1-76 


- 2-4 





